Introduction {#sec1}
============

For many years liver biopsy has been used as the gold standard to assess liver fibrosis in patients suffering from chronic hepatitis C. The histological examination of liver tissue constituted grounds for postponing antiviral treatment, or for its immediate commencement, with a view to avoiding the adverse consequences of hepatitis C virus (HCV) infection in the short perspective. The METAVIR scoring system is the most commonly used one for assessing inflammatory activity grade and the staging of fibrosis. These scores are defined as follows:

-   stages of fibrosis (F): F0 -- no fibrosis, F1 -- portal fibrosis without septa, F2 -- portal fibrosis with rare septa, F3 -- numerous septa without cirrhosis, F4 -- cirrhosis;

-   grade for activity (A): A0 -- no histologic necroinflammatory activity, A1 -- minimal activity, A2 -- moderate activity, A3 -- severe activity.

A biopsy involves the risk of such complications as pain, asymptomatic bleeding (subcapsular and intracapsular haematomas) and bleeding into the peritoneal cavity. Also, the risk of an accidental puncture of other body organs, including mainly the lungs (resulting in pneumothorax, aerodermectasia or pleural effusion), the kidneys, the large intestine, and the gall bladder, cannot be eliminated. Very often this procedure can cause bleeding into the biliary tract, which manifests as hepatitis, biliary colic or tarry stools. Contra-indications to liver biopsy include a lack of cooperation with the patient, extrahepatic biliary tract obstruction, and bacterial bile-duct inflammation (a relative contra-indication; the collection of a biopsy specimen and its bacteriological analysis \[culture\] can help to determine the disease etiology, e.g. unexplained fever), coagulation disorders (however, there are contradictory opinions as to the contra-indications for biopsy in the case of coagulation system disorders; it is recommended that the coagulation ratios be checked before any biopsy, and the procedure is considered safe when performed within 24 hours after mitigating any coagulation-factor deficiencies). In every case it is advisable to consider both the benefits from biopsy and the risk of complications, including patient's death \[[@cit0001]\].

Transient elastography as a non-invasive method involves no risk of complications, is performed in out-patient conditions, and does not reduce patients' living comfort. As it is a repeatable procedure, it increases the frequency of fibrosis monitoring and examination regularity, providing an opportunity to analyse the fibrosis-process dynamics \[[@cit0002], [@cit0003]\]. Indications for this procedure include chronic hepatitis B and C, non-alcoholic fatty liver disease (NAFLD), alcoholic liver disease, primary biliary cirrhosis and primary sclerosing cholangitis \[[@cit0002]\]. The person performing the procedure reads out its result immediately after the examination \[[@cit0004]\]. The probe induces an elastic (acoustic) wave that moves towards the liver. It is assumed that ten measurements at a success rate of \> 60%: IQR/M \< 0.3 deliver a valid result. The wave propagation speed is assessed in the liver parenchyma area located at 2.5 to 6.5 cm from the skin surface (the skin capsular distance) \[[@cit0005]\]. The measurement covers a cylinder with a diameter of 1 cm and length of 4 cm (100 times more than the biopsy specimen) \[[@cit0002]\].

The overall values fall within the range of 3.3 to 75 kPa. These values have been converted into corresponding degrees of the METAVIR scoring system, using the cut-offs proposed by Castera *et al.* ([Table 1](#t0001){ref-type="table"}) \[[@cit0006]\].

###### 

Liver stiffness cut-offs in chronic liver diseases according to Castera *et al.*

  F0-F1       F2            F3             F4
  ----------- ------------- -------------- -------------
  2.5-7 kPa   7.1-9.5 kPa   9.6-12.5 kPa   \> 12.5 kPa

Contraindications to transient elastography include pregnancy, ascites, an implanted cardiac pacemaker and a lack of cooperation with the patient.

The aim of this study was to compare the two methods of assessing liver fibrosis in terms of consistency of results, and to analyse any inconsistent results.

Material and methods {#sec2}
====================

The analysis included 80 patients with hepatitis C undergoing the process of determining eligibility for antiviral treatment. All the patients underwent coreneedle liver biopsy. Its results were assessed by one pathologist using the METAVIR scoring system. Transient elastography was performed on the same day (prior to liver biopsy). Measurements of liver stiffness using a FibroScan^®^ M probe were taken by one analyst.

The study group consisted of 53 women (66% of patients) and 27 men (34%). The average age was 44 years (age from 21 to 67). The calculation was performed using the IBM SPSS 23.0 and R 3.2.0 softwares. For the assessment of conformity between distributions and normal distribution the Kolmogorov-Smirnov test was used. In order to assess the correlation between quantitative variables, Spearman's correlation index was used. The results were presented graphically using scatter graphs. The statistical significance limit of *p* \< 0.05 was adopted. The diagnostic test was assessed using a contingency table. The following variables were calculated: sensitivity, specificity, and the probability of true positive, false positive, true negative and false negative results.

Results {#sec3}
=======

The fibrosis assessment results were consistent in 74 out of 80 cases, which accounted for 92.5% of all results gathered. When assessing fibrosis through biopsy, the following percentage distribution was demonstrated: F0 -- 26%, F1 -- 60%, F2 -- 4%, F3 -- 4%, and F4 -- 6% ([Fig. 1](#f0001){ref-type="fig"}). The results of fibrosis assessments through transient elastography were as follows: F0/F1 -- 79%, F2 -- 10%, F3 -- 2.5%, and F4 -- 8.5% ([Fig. 2](#f0002){ref-type="fig"}).
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A statistically significant positive correlation between the variables was identified (ρ = 0.657; *p* = 0.000). The correlation coefficient equalled 0.657. The sensitivity of elastography, as compared to biopsy, was 0.7, and the specificity was 1. The probability of a true positive test result: the probability of a false positive test result: 0; the probability of a true negative test result: 0.928571; the probability of a false negative test result: 0.071429.

In the case of 6 patients the fibrosis stage identified in transient elastography was higher than that revealed by liver biopsy.

Conclusions {#sec4}
===========

92.5% consistency between the two liver fibrosis assessment methods was demonstrated. A statistically significant positive correlation between the variables was identified (ρ = 0.657; *p* = 0.000).

In the case of 6 patients whose results of biopsy and transient elastography were inconsistent, it was found that the fibrosis stage in transient elastography was higher than that revealed by biopsy, which would have no influence on treatment postponement ([Table 2](#t0002){ref-type="table"}).

###### 

A compilation of inconsistent liver fibrosis assessment results obtained through biopsy and transient elastography

  Sex   METAVIR Biopsy   kPa FibroScan   METAVIR FibroScan
  ----- ---------------- --------------- -------------------
  F     A2F1             9.4             F2
  M     A2F1             7.6             F2
  F     A3F1             8.8             F2
  F     A3F3             17.1            F4
  F     A3F3             16.0            F4
  M     A2F3             16.4            F4

Among all the patients in the aforementioned group, the inflammatory activity grade in biopsy was A2 or A3. In this group alanine aminotransferase was above 100 IU/l. Inflammation was the likely cause of the increased level of fibrosis, as compared to biopsy result \[[@cit0003], [@cit0004], [@cit0007]\].

Transient elastography may be used to assess liver fibrosis in patients with chronic hepatitis C \[[@cit0008]--[@cit0014]\].
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